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SUMMARY 


The successful development of a Two Photon/Laser Induced Fluorescence Sensor 
for the measurement of tropospheric OH radicals has awaited only the development of 
a suitable mid-Infrared(IR) laser source in the 2.9/i region. Phase I research 
efforts, sponsored through the National Science Foundation, evaluated numerous 
candidate laser systems. Of these, the only candidate system offering promise as a 
near term solution was the stimulated Raman shifting frequency down conversion of a 
commercially available Nd:YAG laser. The development of the new mid-IR laser source 
that was conceived at Georgia Tech was the primary goal of the Phase II NASA 
sponsored effort reported on here. 

During phase II research efforts all of the major uncertainties that were 
brought out at the NASA sponsored mid-IR workshop (chaired by Dr. Crosely) have now 
been successfully addressed. The first stage in the frequency down conversion 
process has now been shown to give optimal performance using the backward 
stimulated Raman wave generated In Deuterium. This step has now been accomplished 
with > 55% photon conversion efficiency yielding > 180 mJ pulse energies in a near 
diffraction limited beam at an "eye safe" wavelength near 1.56 /i. The second stage 
frequency down conversion scheme has also been demonstrated to yield output 
energies in excess of it's target goal of 10 mJ. The second stage system, which 
utilizes the stimulated backward Raman wave generated in methane, has now been 
shown not to require the complications of a multi-pass Raman gain cell design. A 
simple rugged system has now been developed that is capable of providing energies 
of 18 mJ /pulse In a near diffraction limited beam at 2.86 p. 

Integration of this laser system into a TP-LIF OH sensor does, however, require 
one last engineering step, namely the construction of a liquid nitrogen cooled gas 
cell for the first stage deuterium Raman conversion process. Liquid nitrogen 
cooling of the D 2 gas is required in order to obtain a laser wavelength that will 
overlap an OH ro-vibronic transition. This engineering step should not be viewed as 
a research project, as the wavelengths of all the transitions involved are known 
and have been verified as part of the Phase I research effort. 

The anticipated sensitivity of a TP-LIF OH sensor using this mid-IR source 
would give signal limited (i.e. background free) limits of detection of 1.4x10 
OH/cm 3 under boundary layer conditions, and 5.5xl0 4 OH/cm 3 under free troposphere 
conditions for a five minute signal integration period. This level of performance 
coupled with the techniques non-perturbing nature (i.e. direct measurement) and 
freedom from both interferences and background would allow reliable tropospheric OH 
measurements to be obtained under virtually any ambient condition of current 
interest. 


1 . INTRODUCTION 


l.a. Overview 

The hydroxyl radical (OH) is recognized as one of the pivotal species leading 
to the oxidation of compounds in the atmosphere. As such OH oxidative pathways lead 
to the removal of both naturally and anthropogenically produced substances within 
the troposphere such as CO, NO 2 , CH 4 , higher carbon number alkanes, and hydro- 
containing halocarbons (CFC-substitutes) . Because of its importance in controlling 
atmospheric chemical processes, numerous instrumental techniques have been proposed 
for measuring the levels of atmospheric OH. However, due to its high reactivity 
(i.e. OH + CH 4 =» CH 3 + H 2 O ( t - 1.5 sec)) and relatively slow primary production 
rate (i.e. O3 + hi/ =» O^D + O 2 ( r - 10 4 - 10 5 sec) and 0 1 D + H2O => 20H ) the steady 
state concentration of OH in the atmosphere is low. Model estimated levels of OH 





place the concentration of this species in the part-per-quadrillion to part-per- 
fjm^on range ( 10 5 /cm 3 to 10^/cm 3 ). Thus, the direct measurement of this species 
under atmospheric conditions has presented one of the most demanding analytical 
challenges yet to be undertaken by the atmospheric chemistry community. 

Three "field ready" OH measurement systems were brought together in a NASA 
sponsored ground based and airborne intercomparison study, 1982, 1983. These three 
systems were: (1) the quasi -remote laser induced fluorescence (LIF) lidar method; 

(2) the ambient pressure LIF in-situ method; and (3) the radio -chemical 14 C0/C0 2 
oxidation method. The results of this intercomparison were reviewed by an 
independent panel, these results have been summarized by Hoell et al., and Beck et 
al. 2 The conclusion drawn from this review was that the only two operational 
systems (both single photon (SP) LIF methods) appeared to lack the sensitivity 
needed to routinely measure ambient OH in the clean troposphere at the 10 6 /cm 3 
level with S/N ratios of 3:1 or greater within a realistically short enough 
measurement time . 

l.b. Status of Cur rent Techniques 

More recently, several promising OH measurement techniques, which appear 
capable of measuring tropospheric OH, have been reported. These techniques are. the 
Fluorescence Assay with Gas Expansion (FAGE) low pressure LIF method of Hard and 
co -workers ^ ; the radio -chemical ^■ 4 C0/ 34 C02 oxidation method of Campbell and co- 
workers 4 ; and the Ion-Assisted 34 S02/HS0 4 * Oxidation method of Eisele and 
Tanner 5 * 6 . The third generation FAGE instrument, which employs a 308 nm 
excitation/resonant fluorescence detection, has now apparently overcome the O3/H2O 
interference that was associated with early LIF techniques employing 282 nm 
excitation and 308 nm non-resonant fluorescence detection (i.e. O3 + *282 ** 0 D + 

H2O =» 20H) . This third generation FAGE system has apparently eliminated the need to 
chemically modulate ambient OH in order to assess background levels > . The limit 

of detection (LOD) of this instrument for a signal to noise ratio (S/N) of 2/1 is, 
however, still limited to lxlO 6 OH/cm 3 for a signal Integration time of nine 
minutes 3 . The radio-chemical 14 C0/* 4 C02 oxidation method (OH + 14 C0 =» 1 C0 2 

(detected by isotopic decay)) has recently exhibited promise in identifying many of 
the background problems associated with earlier measurement attempts during the 
previously discussed OH intercomparison. Present LOD's for this technique range 
from 1.5 to 3.0 (xlO 5 ) OH/cm 3 for an - 2 minute sampling time and is apparently 
limited by background levels of 222 R n . Xon-Assisted technique also relies on an 

oxidative conversion step: (OH + 34 S02 =* H 34 S03 + 02=* 4 S03 + H2O ^ H2 SO4 + NO3 

=» h 34 S0 4 " (detected via mass spectrometry)). Although the latter approach utilizes 
much faster reaction (conversion) times, than the radio-chemical method (i.e - 2 
seconds vs. 16 seconds), and currently has an Instrumental LOD of lxlO 5 OH/cm 3 for 
a 5 minute signal integration period, it is apparently limited by a background 6 
equivalent to 7(±5)xl0 6 OH/cm 3 , which can be "subtracted" leaving a residual 
component equivalent to 4(±3)xl0 5 OH/cm 3 . 

As a point of reference 2 , the single photon (SP) LIF techniques used In the 
1982-1983 OH intercomparisons demonstrated LOD's of .8 to 1.5 (xlO ) OH/cm for a 
signal integration time of - 50 minutes and background levels of < 3xl0 5 OH/cm 3 . L 
In addition, representatives from the atmospheric chemistry community evaluated the 
OH measurement requirements necessary for testing the current understanding of OH 
photochemistry. 8 In the lower troposphere (1-3 km) OH can reach maximum levels of - 
1x10^ OH/cm 3 under mid-day summertime conditions when UV solar flux, H2O vapor, and 
O3 are generally at their yearly maximum values. Even under these favorable 
conditions OH levels decrease markedly with increasing altitude dropping to 
lxlO 6 OH/cm 3 for mid-day conditions above 6 km. This marked change is primarily a 
result of the nearly three order of magnitude change in ambient water vapor 
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concentrations. Many significant tests of our understanding of tropospheric 
photochemistry, e.g. suspicion that some major reaction sequence has been omitted, 
can be examined using instruments capable of measuring the ambient OH 
concentrations of lxlO 6 OH/cm 3 with a precision of at least 30% in a reasonable 
measurement time frame (i.e. < 5 min .). 8 Instrument sensitivity (LOD) in the 10 5 
OH/cm 3 range is therefore required, although precise measurements at this level are 
not always heeded. 

The third generation FAGE system appears only capable of the measurement 
precision possible with earlier LIF instruments used in the OH intercomparison but 
with an - 6 fold improvement in temporal resolution (56 min. vs. 9 min.). The FAGE 
system may be limited in its ability to provide measurements which would be capable 
of testing photochemical theory under many conditions of Interest (e.g. upper free 
troposphere , low UV solar flux) . 

Both the radio-chemical technique and the ion-assisted technique currently have 
similar detection capabilities that would lend themselves to investigating a wider 
range of atmospheric environments and conditions than afforded by the FAGE 
instrument. The radio-chemical technique is more limited in its measurement 
capabilities due to the time associated with preparative separation and analysis of 
the collected 14 C 02 samples with data reported to date limited to - 1 sample/hour, 
although this time scale could presumably be shortened. Neither of these 
techniques, however, provide a direct measurement of OH and may be more prone to a 
wider array of potential interferences than other more direct measurement 
approaches. In addition, the applicability of either technique to an airborne 
platform may pose non- trivial sampling problems, especially with regards to the 
high variability of ambient conditions found throughout the troposphere. The ion- 
assisted technique may offer potential advantages as a continuous automated 
measurement method (for at least ground based applications) once it has proven to 
give reliable OH measurements . 

Even with the emerging techniques discussed above, there is still apparently a 
great need for the development of new OH measurement techniques - particularly 
methods that might be capable of directly measuring OH under the wide variety of 
atmospheric conditions that occur throughout the troposphere and that are capable 
of being calibrated under field sampling conditions. The two-photon LIF (TP-LIF) OH 
measurement scheme 9 remains a viable approach that is potentially capable of 
fulfilling these goals . 


2 DESCRIPTION OF TECHNIQUE 


2 .a. TP-LIF OH Method 

The measurement of ultra-trace levels of atmospheric gases via two-photon LIF 
and photofragmentation LIF has now proven to be a sensitive and selective method 
for determining the atmospherically important gases NO 10 , N 02 11 ,and NH 3 12 . In 
addition, all of these systems have now demonstrated their detection capabilities 
through critical instrument intercomparison 13-16. The development of a two- 
photon/laser induced fluorescence for the detection of tropospheric OH, therefore, 
builds on what is already an extensive field proven airborne laser detection 
capability at Georgia Tech. 

In the TP-LIF OH approach 9 depicted in figure 1, the first laser photon is 
used to excite OH from its ground vibrational level (v M -0) into the first 
vibrational level (v"-l) at an infrared wavelength, Aj_, near 2.9 n (e.g. 211 , v"- 
0 =» 2 n,v"-l) . 




Fig. 1. Energy level diagram 
for TP-LIF OH Detection Scheme. 


After an appropriate delay time (e.g. 10 to 20 ns.), a second laser is fired, 
generating a UV wavelength, A 2 , near 346 nm. The A 2 wavelength is selected so that 
it corresponds to an allowed electronic transition from vibrationally excited OH to 
a low lying vibrational level in the first excited electronic state (e.g. 2 n, v"-l 
* 2 %, v'-0). Fluorescence can then occur at a wavelength A 3 ; near 309 nm (e.g. Z E, 
v'-0 =» 2 jt, v"-0) . Like the now proven NO TP-LIF detection system, the A 3 
fluorescence wavelength is blue shifted relative to both the Aj_ and A 2 laser 
excitation wavelengths. This blue shifted fluorescence presents a unique situation 
in that it permits virtually complete discrimination against Mie, Rayleigh, and 
Raman scatter of the UV probe laser. Host Importantly, the nonresonant broad-band 
background fluorescence produced by the A]_ and A 2 laser beams can be reduced to 
near negligible levels via the use of long wavelehgth optical cut-off filters. 
Thus, the TP-LIF OH system becomes a signal limited rather than a S/N limited 
system as is the case for the SP-LIF OH sensor. Of even greater significance, the 
laser excitation wavelengths utilized in this approach eliminate the photolytic 
Interferences that have hampered the improvement in sensitivity that could be 
gained by the scaling up of laser energy in single photon LIF OH techniques. In 
particular the interference associated with the photolysis of O 3 and subsequent 0 D 
+ H 2 O =» 20H interference. 



Fig. 2. TP-LIF OH instrument schematic: BC - beam combiner, BS - 
beam splitter, CAL. LASER - 4^ harmonic Nd:YAG laser for O 3 or H 2 O 2 
photolysis, CAL. SYS. - standard addition O 3 or H 2 O 2 for 
calibration, DATA ACQ. - data acquisition/control system, L - lens, 
M - Mirror, PMT's - photomultiplier tubes, RC - reference cell 
containing constant [OH] for use in data normalization, RS - Raman 
shifter, sync - laser synchronization and timing control. 
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Although the TP-LIF OH sensor (Fig. 2) may be considered a new technique, many 
of the hardware components will be the same as those involved in our field tested 
SP/LIF airborne OH instrument. 17 In addition, the characteristics required of the 
A 2 UV laser (centered at - 346 nm) , the detection optics (including custom made 
optical cut-off filters) , and the sampling manifold needed for the TP-LIF OH system 
have already been developed and proven under field sampling conditions" > 17 . 
Similarly, most of the technology (electronics, etc.) we have developed for the TP- 
LIF NO instrument are directly compatible with an OH system. Finally, a calibration 
methodology capable of routine OH calibrations under actual ambient conditions has 
also been proven under field sampling conditions 17 . The only uncertainty remaining 
in the successful completion of the TP-LIF OH system has been the development of 
the suitable mid- infrared laser source that Is needed for excitation of specific 
ro-vibronic transitions in the v"-0 => v"-l manifold near 2.9/*. 

Numerous pulsed mid-IR sources have been evaluated. At this time there is no 
commercially available system capable of generating the energy, linewidth, temporal 
pulse width, and low beam divergence specifications required for a sensitive TP/LIF 
OH sensor (i.e. - 10 /*J, Au <, 0.2 cm _1 , At < 10 ns, A8 < 1 mrad, rep. rate £ 
10 pps) . 

2 ,b . Raman Shifted Nd: YAG Laser Source 

We have now developed a mid-IR laser source that Is capable of meeting the 
target goals specified above. This source is based on the tandem D2/CH4 Raman 
shifting of a commercially available and field proven 1.06/* Nd:YAG laser. 



Fig. 3. Schematic represantation of tandem D2/CH4 Raman shifted 
Nd : YAG laser system: BS - beam splitter; M - Mirror; L - lens; RS - 
Raman Shifting gas cell. 

This approach, as shown schematically in figure 3, is based on the stimulated 
Raman frequency conversion of the 1.06/* (9394. 7cm* 1 ) Nd:YAG laser. The Q(0) first 
stokes Raman transition (2993.5cm* 1 ) provides the first step in this frequency 
conversion process generating a new laser source near 1.5 /*. Tests have now shown the 
backward generated Raman component to be preferable to the forward generated 
counterpart, not only in terms of extractable first stokes energy but more 
importantly, in terms of the laser beam spatial characteristics, which "echo" the 
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pump source in the case of the backward propagating wave. The near diffraction 
limited output from the D 2 Raman source is then used to pump a second Raman source 
using the v\ Raman transition of CH 4 (2916.7cm’ 1 ) to yield the final mid-IR laser 
source at 2.9m (3484.5cm- 1 ) that will overlap the Pi(2) ro-vibronic transition of OH 
(3484.7cm' 1 ). This second Raman laser source was again found to operate optimally 
using the backward propagating Raman wave. Tunability of this Raman shifted Nd:YAG 
laser system is obtained through temperature tuning of the Nd : YAG laser 
(0.9cm" 1 /20°C) . 


The Nd : YAG laser used in this system is a Spectra Physics injection seeded - 
DCR3A having the near transform limited linewidth (< .01cm' 1 ) necessary for 
efficiently generating the backward propagating Raman wave (i.e. laser linewidth < 
Raman linewidth). Similarly, the linewidth of the D 2 Raman source (- 0.1cm’ 1 ) is 
sufficiently less than the CH^ Raman linewidth (- 0.2 cm' 1 ) to obtain reasonable 
energy conversion efficiency from the CH 4 Raman source. Tuning of the Nd: YAG laser 
(and subsequently the mid-IR frequency) by ± 0.7 cm ' 1 is easily accomplished via 
temperature tuning of the all solid state diode pumped Nd: YAG laser used for 
injection seeding. 

The backward stimulated Raman conversion efficiencies were optimized following 
the guidelines suggested by Murray, et.al. 1 ®. Although CH 4 is often preferred over 
D 2 for generation of the forward propagating stimulated Raman component, the choice 
of D 2 rather than CH 4 for the first conversion step was found to be optimal for 
several reasons, even though CH 4 has a larger Raman cross section (i.e. higher 
gain) . In most higher energy applications gain is of minor importance as the 
available pump energy density can be made large compared to the energy density 
required to reach threshold. The "gain difference" between these two gases merely 
influences the choice of pump beam focal parameters, which through the active volume 
influences the number density needed in the gain media (i.e. pressure), and does not 
effect the efficiency of the Raman conversion process (i.e. overall gain for an 
optimized system is approximately constant) . In addition, problems associated with 
high energy pumping of CH 4 can also be avoided, such as: (1) carbon build up due to 
multi -photon photodissociation process; and (2) the need for Faraday isolators to 
protect the pump source from stimulated resonant backward components generated in 
CH 4 that do not occur in D 2 . 

The D 2 system was found to give optimal performance using a 1.75m focal length 
lens coupling the pump beam focal point approximately 1.5m Into a 2m gas cell. This 
combination allowed for sufficiently fast enough build up of the backward component 
to allow efficient energy extraction while allowing the four wave mixing components 
in the forward direction to minimize growth of the forward propagating first stokes 
wave. For laser repetition rates greater than - 2 pps a stirred or flowing gas cell 
design is required. Gas circulation is required to eliminate the laser generated 
index of refraction gradients that otherwise deteriorate both output energy and beam 
quality. The CH 4 conversion step was found to give optimal performance using a 0.3m 
focal length lens with the 1.56m focal point occurring - 0.2m into the gas cell. It 
is also recommended that the CH 4 cell should be of a flowing gas design above — 2 
pps laser repetition rate. 

Table I s umma rizes the tandem Raman laser performance characteristics obtained 
to date. In addition, recently acquired gradient reflective Nd : YAG resonator optics 
("gaussian beam optics") have demonstrated far more usable Nd:YAG laser energy after 
spatially filtering (725 mJ vs. 470 mJ) than the resonator optics used to obtain the 
data in Table I. This higher available 1.06 m pump energy should produce a 1.5 m 1>2 
output energy of > 275 mJ and a 2.87m CH 4 output energy of > 25 mJ. The Q(2) D 2 
transition (2987.2cm -1 ) was utilized in these experiments due to our current lack of 
a 2 m liquid nitrogen cooled Raman cell necessary for use of the Q(0) D 2 transition 



(2993.5cm* 1 ) required to obtain the final 2.9 /j spectral overlap with the P(J"-2.5)1 
transition in OH. 


Laser 

output 

wavelength 

linewidth 

tuning 

ranee 

energy/ 

pu!se 

photon 

conv. 

efficiency 

Nd:YAG 

DCR-OPTICS 

1 . 064/i 
(9394.7cm* 1 ) 

< 0.005cm’l 

± 0.7cm * 1 

(850mJ) 
470mJ a 

NA 

55% 

Backward 
1 st Stokes 
D 2 -Q(2) 
(2987.2cm* 1 ) 

1 . 561/i 
(6407.5cm* 1 ) 

- 0 . 1 cm * 1 

± 0.7cm * 1 

185mJ 
0 . 5mrad 

beam divergence 

58% b 
58% 

Backward 

1 st Stokes 
CH4-*/! 

(2916.7cm* 1 ) 

2.865/x 
(3409 . 8cm* 1 ) 

- 0.25cm* 1 

± 0 . 7cm * 1 

18mJ 
0 . 5mrad 

beam divergence 

18% c 
10 % b 


a - spatially filtered for lowest order mode 
b - conversion efficiency of spatially filtered 1.06/x pump 
c - conversion efficiency of 1.5 /j D 2 Raman source 

3. TP-LIF OH EVALUATI ON OF SENSITIVITY 

As presented In previous publications ^* 11 the TP-LIF signal strength, D^ 3 , can 
be expressed as the product of five efficiency terms, the LIF probe volume element, 
and the concentration of OH radicals, namely: 


d A3 " E A1 x e A 2 x Ef x Ejj x E e x V x [OH] , 


( 1 ) 


where D ^3 Is the number of detected signal photons per laser pulse. The efficiency 
terms in Eq.(l) can be further defined as follows 

- optical pumping efficiency at A^ 

- (l-expC-P^ioxi/axiJxfi, 

E^2 " optical pumping efficiency at *2 

- (l-exp(-P A 2^A2/ a A2) xR > 

Ef - fluorescence 

- k f /(k f + k q [m] ) , 

E d “ optical detection efficiency 

- 7A3 x Y A3 x z A3 x *A3> 

E e - electronic counting efficiency, 

V — volume of the sampling region 

“ a A2 x £ for a A2 < a Al > and - 

[OH]- concentration of OH in molecules/cm J . 


( 2 ) 

(3) 

(4) 

(5) 

( 6 ) 
(7) 


( 8 ) 

In the above equations Pjq and P ^2 represent the number of laser photons per 
laser that at wavelengths A]_ and A 2 , respectively; and 0^2 are tbe effective 

absorption cross sections for OH at A^ and A 2 ; a^j and a ^2 are tbe beam areas 
defined by the A^ and A 2 lasers; fi is the fraction of the total OH population in 
quantum state i that can be pumped a 2.9/im; R Is the fraction of OH initially 
formed in the v"-l level that survives vibrational, rotational, spin, and parity 
relaxation; kf is the reciprocal of the natural lifetime; kq is the bimolecular 
electronic rate coefficient and [M] is the concentration of the quenching species. 


In Eqs . (5) and (7), 7^3 defines the fraction of the total fluorescence falling 
within the optical transmission window; Y ^3 is the optical collection collection 
efficiency of the f/1.4 lens system; Z ^3 is the optical filter transmission factor, 


^3 Is the quantum efficiency of the photomultiplier tube (PMT) at A 3 ; &\2 is again 
the effective beam area of the smaller of the two lasers; and £ is the effective 
path length over which fluorescence can be monitored by a single PMT using f/1.4 
lenses . 


Table II. Evaluation of TP-LIF SIGNAL STRENGTH 

e A1 : 

P A 1 - 2 . lxlO 17 photons/pulse ; 
aj^-0.78 cm' 2 ; fi - 0.12 

a Al " 3.6x10’ 18 cm 2 ; 

6.5xl0 - 2 

e A2 * 

Pa 2 “ 8.7xl0 13 photons/pulse; 
a A 2 “ 0-5 cm 2 ; R-0.15 

o\2 “ 1 . 6 xl 0' 17 cm 2 ; 

3 . 6 xl 0- 2 

E d= 
Ef : 

v \3 - 0.7; Y A3 - 0.012; 

*A3 " .23 

kf - 1.4x10® s' 1 ; kq[m]gL - 1. 

k q [m]FT “ 5 . 3xl0 8 

Z - 0.32; 
3xl0 9 s ' 1 

6 . 2 xl 0' 4 

1.1x10- 3 BL 

2.6x10‘ 3 FT 


E e : 

V: a A2 " °- 5 cm 2 ; £ - 1.5 cm 

D a3 : 1.0x10- 9 x[0H] bl and 2 . 5xlO* 9 x[OH] pr 

Based on 15mJ at A^ , 5 mJ at A 2 , .25cm' 1 convoluted laser/OH overlap 
at both A^ and A£, BL - calculated for boundary layer (1km); FT - 
calculated for free troposphere (6 km) . 

Almost all of the terms in Equations (5-7) have been directly measured. In 
general, values have not changed significantly since our last assessment 9 . The only 
significant change involves the IR OH absorption cross-section in which recent 
results of Nelson et.al. 19,2 ® have removed most of the uncertainty associated with 
this term. Table II list the values of each efficiency term. The IR pumping 
efficiency is now estimated to be less dependent on the 2.86 n laser energy using 
the revised values of the absorption cross-section (i.e. (Pxi CT Al/ a Al) ^ !))• Th e 
uncertainty associated with the D a3 evaluation given in Table II is estimated to be 
less than ± a factor of 2 . 
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The detection efficiency given in Table II reflects the observed signal counts 
for the detection photomultiplier tube (PMT). Scaling D a3 to the OH probe 
configuration used previously having 8 PMT's with opposite sites facing back 
reflecting mirrors (1.5 fold gain in E^) , and 600 pulses per minute laser 
repetition rate, the detection efficiency for the OH system shown in Fig. (2) would 

D A3 Boundary Layer - 7 counts/min at 1x10® OH/cm 3 
D a3 Free Troposphere - 18 counts/min at 1x10® OH/cm 3 . 


For a five minute signal integration period (the maximum time anticipated using 
this system) at the 1x10® OH/cm 3 concentration range OH measurements could be made 
with ± 17% (lo) precision in the boundary layer and ± 11 % (la) in the free 
troposphere. The absolute magnitude of the background for this system has been 
shown to be < 1 count/5min under ambient sampling conditions (i.e. < 2xl0 3 OH/cm 3 
equivalent) . Taking the minimal detectable signal to be 5 photons/integration 
period the signal limited detection limit of the system would be 1.4x10^ 0H/cm^ in 
the boundary layer and 5.5xl0 4 OH/cm 3 in the free troposphere (Fig. 4). 




Fig. 4. TP/LIF OH estimated limit of detection (LOD) at S/N - 2/1 in 
units of 1x10^ OH/cm^ vs. signal integration time from 1 to 20 
minutes. Solid line shows values derived from Table II; dashed lines 
depict ± factor of two uncertainty limits 

4, CONCLUSIONS 

Backward propagating stimulated D 2 Raman frequency down conversion of a 
commercially available 1.06/i Nd:YAG laser has been shown to generate an efficient 
source of 1.56/* radiation with near diffraction limited beam quality. Pulse 
energies of 180 mJ are routinely obtained. Use of guassian resonator optics In the 
Nd:YAG laser should yield 1.56/* energies in excess of 275mJ /pulse and may provide a 
useful new source for "eye-safe" LIDAR applications. 

The efficient generation of a 2.9 /* laser source has also been achieved using 
backward propagating CH 4 Raman frequency down conversion of the 1.56 /* pump. A near 
diffraction limited beam with a pulse energy of 18mJ has now been obtained at 2.86/* 
and is far in excess of the system target goal of lOmJ/pulse. 

Slightly higher efficiencies have also been obtained for frequency down 
conversion of the 1.06/* Nd:YAG using the H 2 Raman shift yielding a near diffraction 
limited source in the 200mJ range at 1.9ft. Similar conversion efficiencies could be 
anticipated as a result of extending the wavelength coverage of recently available 
Ti: Sapphire pulse lasers to not only cover the 740-860 nm fundamental wavelength 
range but also the .95 - 1.15/* and 1.06-1.33/* range using D 2 and H 2 respectively. 

The anticipated sensitivity of a TP-LIF OH sensor using this mid-IR source 
would give signal limited (i.e. background free) limits of detection of 1.4x10^ 
OH/cm^ under boundary layer conditions and 5.5x10^ OH/cm^ under free troposphere 
sampling conditions for a five minute signal integration period. This level of 
performance coupled with the techniques non-perturbing nature (i.e. direct 
measurement) and freedom from both interferences and background would allow 
reliable tropospheric OH measurements to be obtained under virtually any ambient 
condition of current interest, including interstitial cloud sampling. Like most OH 
sensors , this technique could also be extended to the measurement of the peroxy 
radical (HO 2 ) through the chemical conversion process HO 2 + NO =» OH + NO 2 . 
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